[Evaluation of in Vitro Cytotoxicity Tests for Medical Material Using Hydrogen Peroxide Gas Plasma Sterilization].
This paper aims to discuss the evaluation of in vitro cytotoxicity tests for eleven different medical materials using hydrogen peroxide gas plasma sterilization. Compared with ethylene oxide sterilization, the results show that only nylon material is not suitable for using hydrogen peroxide gas plasma sterilization.